Air lonizer Verification Record

lonizer Verification Sequence Number: __ 0 %-024
WORKING STANDARD USED
Asset/ 150 #; Manufacturar; Modeal: Serial No, Calibration Date: Calibration Due: Calibration By:
25171 Ton 775 ¢173 2[x/o7 8/sfog PL
AIR IONIZER INFORMATION
Azsalil50 #: Manufacturer: Model: Serial No. Werification Date: | Verification Due: Verification By:
23296 CiMco Aoocht PC 1230742627 | 3-13-22 | 7-10-0% i
Inspectar: Location: Cwner: :ELM Fail: ¥/IN 7 Cleanad; YN ? Adjusted: YN 7 Pricr Sequence#
W hla De | 317240 - ewic | Hagi A el rJ » 'V} n
VERIFICATION DATA
HEM Sensitivity Level: 50 v (from Table 1)
Fan contraller setting: I‘L{&WM (High, Low, NA)
il
Distance of ionizer from the charge plate: E
lonizer Float Potential Tolerance £ 5_5} Wde,  (from Table 1)
Measured Float Potential values recorded balow.
1 2 3 4 5 Comments:
~jg  Wde ~j0  Vde. -7 Vde ~-Jo Vdc | — 7. Ve,
lenizer Discharge Voltage Range: + 1000 Vde to <+ ,g’_ﬂ Vde  {from Table 1)
lonizer Discharge Time Tolerance: ‘LZG sacands. (from Tahble 1)
Measured Discharge Time in second(s) and recorded values below,
1 (+1000 to +Vdc) | 2 (+1000 to +\dg) 3(+1000 to +Vide) | 4 (+1000 to +Vdg) 5(+1000 to +Vdc) | Comments:
4. sec 5, 72 sec o sec 4.2, sec 4. f sec
1 {-1000 to -\Vdc) 2 {1000 to -Vdc) 3 {-1000 to -Vdc) | 4 {-1000 to -\dc) 5 (-1000 to -\Vdc) | Comments:
1\ sac g 7 sec y 2 {  sec 7. i sec 7. 2, sec |

Asset|SO #

Manufacturer:

If lonizer was replaced, indicate below the identification of replacement.

Model:

Sequence number for verification of replacement lonizer:

Record inspection schedule and rational for that schedule.

Serial No.:

"Record any corrective action required to restored ionizer operation (cleaning, adjustment, replacement, etc.)




